A 76-year-old woman was referred for symptomatic drug resistant atrial fibrillation catheter ablation. Before the procedure, contrastenhanced, ECG-synchronized, computed tomography angiography (CTA; Lightspeed VCT 64, General Electric, USA) was performed showing an atypical pulmonary vein (PV) anatomy 1, 2 : the two superior (right and left) PVs had normal separate ostia, while the two inferior PVs had a common postero-inferior trunk ( Figure 1A,B) ; supernumerary PVs were absent. The oesophagus was located close to the posterior portion of this unusual common postero-inferior trunk ( Figure 1C ). Transoesophageal echocardiogram was performed the day before the procedure to exclude the presence of left atrial/ appendage thrombi.
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A 3D reconstruction of the left atrium (LA) was performed through a circular mapping catheter (Lasso V R , Biosense Webster, USA) and an irrigated ablation catheter (ThermoCool SmartTouch V R SF, Biosense Webster, USA) using the Carto V R 3 electroanatomic mapping system (Biosense Webster, USA) and then merged with the CTA acquisition. In the absence of pre-acquired atrial imaging, as in more than half of the Electrophysiology labs in Europe, 3 it would surely have been highly challenging to correctly recognize this atypical anatomy and to perform a safe and efficacious ablation procedure. In addition, given the wide diameter (27 Â 35 mm), this atypical trunk would have likely caused a puzzling procedure if approached by cryoballoon (maximum balloon diameter 28 mm). Superior PVs isolation was performed by point-by-point radiofrequency (RF) ablation in power control mode (Smartablate RF generator, Stockert, Germany) at 40 W (irrigation flow 15 mL/min), ablation index (AI) value of 500 in the anterior wall and 35 W, AI of 380-400 in the posterior wall.
Considering the peculiar anatomy and proximity to the oesophagus, electrical isolation of the common postero-inferior trunk was obtained by RF application on the ridge of the posterior LA wall ( Figure 1D -F) using reduced energy (15-20 W, irrigation flow 8 mL/ min) and AI of 380.
The endpoint was complete PV isolation, confirmed by the absence of PV potentials on the Lasso V R catheter after RF delivery. Following the procedure, the patient was stable and, therefore discharged asymptomatic in second post-operative day. At 120-day follow-up, she remained asymptomatic and no arrhythmic relapses have been reported.
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